
Newport e500 Top Cover Disassembly
Removal of the top cover of the Newport e500 ventilator.
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INTRODUCTION

If you need to replace the top cover or gain access to other components, this guide will detail its
removal. For this guide, you will need a medium sized wrench to remove the hex nuts. For more
information refer to page 39 of the service manual.

TOOLS:
Torque Wrench (1)
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https://www.amazon.com/TEKTON-24335-2-Inch-ft-lb-13-6-203-5/dp/B00C5ZL0RU/ref=sr_1_4?s=power-hand-tools&ie=UTF8&qid=1487800135&sr=1-4&keywords=torque+wrench


Step 1 — Newport e500 Top Cover Disassembly

Place device so that the top cover is
facing you.



Open the top cover.

Step 2

Remove the four hex nuts and lock
washers (two at each hinge) that
secure the cover to the hinges on
the left side of the pneumatic box.
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To reassemble your device, follow these instructions in reverse order.

Step 3

Remove the cover and set aside.
Retain hardware for re-assembly.
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